
 

 
 

DO NOT USE OXIVIR TO CLEAN THE 
NEWTON 7.0 IMAGING SYSTEM. 

 
USE ISOPROPYL ALCOHOL WIPES 

TO CLEAN THE NEWTON 7.0 
IMAGING SYSTEM BETWEEN 

COHORTS. 
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